Objective: To evaluate the accuracy of automated EEG source imaging (ESI) in localizing epileptogenic zone.
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Introduction
Approximately 1/3 of patients with epilepsy are drug-resistant (Kwan et al. 2000) . In this patient group, epilepsy surgery of the presumed epileptogenic focus is currently the treatment option with highest efficacy (Dwivedi et al. 2017; Engel et al. 2012; Wiebe et al. 2001) . However, accurate localization of the epileptic focus is often challenging. Since there is no single-modality that reliably can localize the area that needs to be resected in order to render the patient seizure-free (EZ, epileptogenic zone), the presurgical evaluation is based on a multimodal approach (Rosenow and Lüders 2001) . This comprises semiology, EEG (obtained during long-term video-EEG monitoring), magnetic resonance imaging (MRI), and in selected cases positron emission tomography (PET), single photon emission computed tomography (SPECT) and magnetoencephalography (MEG).
Using this approach, only half of the investigated patients can be operated and of them only 2/3 become seizure free (Miller et al. 2013; Thom et al. 2010) . Thus, there is need for additional methods, using postprocessing and signal analysis that help localizing the EZ. EEG source imaging (ESI) estimates the underlying brain activity from the measured EEG, using an electric conduction model built from the patient's MRI. The value of ESI in the presurgical evaluation to localize the EZ has already been shown in several studies (Assaf and Ebersole 1997; Beniczky et al. 2016; Boon et al. 2002; Brodbeck et al. 2011; Ding et al. 2007; Ebersole 2000; Habib et al. 2016; Koessler et al. 2010; Kovac et al. 2014; Lantz et al. 1999; Lascano et al. 2016; Lu et al. 2012; Megevand et al. 2014; Pellegrino et al. 2016; Staljanssens et al. 2017a; Staljanssens et al. 2017b; Strobbe et al. 2016; van Mierlo et al. 2017; Wennberg et al. 2011; Wennberg and Cheyne 2014; Yang et al. 2011) . Methods based on high-density (HD) EEG recordings and using individual head models (derived from the patient´s own MRI) proved more accurate than low-density (LD) recordings and models using template head models (Brodbeck et al. 2011) .
In spite of the published compelling evidence on the accuracy of ESI, its use has not gained wide acceptance in clinical practice. In a recently published study, the E-pilepsy consortium showed that only 36% (9/25) of the European centers included ESI into their presurgical workup (Mouthaan et al. 2016) . This is mainly 6 because ESI is considered time-consuming and it requires special expertise in signal analysis that is not available in all centers. HD-EEG is typically recorded only for a few hours, since it is less feasible for longterm monitoring (Nemtsas et al. 2017) . To overcome these obstacles and to contribute to more widespread use of ESI in presurgical evaluation, we have recently developed a fully automated process for identification and subsequent source localization of IEDs from long-term low-density EEG recordings (van Mierlo et al. 2017) . Since almost all patients included in the presurgical evaluation undergo long-term EEG monitoring, preferably recorded using the standard electrode array setup of the IFCN , and MRI scanning, these datasets are widely available in the epilepsy centers worldwide.
In this study, we present a clinical validation study on 41 operated patients using the automated method to detect and localize IEDs. As reference standard, we used the location of the surgical resection and postoperative outcome. Our goal was to determine the localization accuracy at sub-lobar level of the automated ESI method. Although the analysis was done retrospectively, it was blinded to all data other than the EEG recordings. Furthermore, the analyzed dataset was from a different institution than the ones where the automated method was developed. We present our results according to the STARD criteria (Bossuyt et al. 2016 ).
Methods

1. Patients and recordings
De-identified EEG and MRI data, from consecutive patients were analyzed retrospectively. These data were recorded as part of the clinical workup of the patients. Inclusion criteria were: patients with (1) drugresistant focal epilepsy, (2) admitted to the Epilepsy Monitoring Unit (EMU) as part of the presurgical evaluation, (3) who underwent resective surgery, and (4) with postoperative follow-up of at least one year.
Exclusion criterion was the lack of MRI sequences necessary for constructing the individual head model (see below). Patients gave their informed consent prior to admission to the EMU.
EEG was recorded at the Danish Epilepsy Centre, using the standardized IFCN array of 25 electrodes, 7 including six electrodes in the inferior temporal chain (F9/10, T9/10 and P9/10) in addition to the 19 electrodes of the 10-20 system . Electrode impedance was kept below 5KΩ. EEG was recorded with a sampling frequency of 256 Hz, using the NicoletOne system. For each patient, the complete, available EEG recording was analyzed (i.e. we did not select or exclude any EEG data).
MRI examination was done at Department of Radiology, Hvidovre Hospital, 3T Siemens scanner. T1-3D-MPR-sequence was used for constructing the individual head models.
The analysis pipeline
De-identified long-term EEG and MRI data were analyzed using Epilog PreOp (Epilog NV, Ghent, Belgium).
The analysis consists of automated spike detection, clustering of single detected spikes based on their morphology, and finally ESI analysis of the detected spikes at two time points: the half-rising time and the peak of the averaged spike waveforms. The whole analysis was performed blinded to all other data (clinical and para-clinical data, information on surgery and outcome). Figure 1 shows the analysis pipeline.
Automated spike detection
Automated spike detection was performed using the Persyst Spike Detector P13 (Persyst, San Diego, CA, USA). Detected events with a spike-probability lower than 0.5 were rejected. After band-pass filtering the spikes from 0.5 to 30 Hz, those that contained a bad channel (i.e. a channel with a standard deviation that exceeds five times the median standard deviation of all channels) were excluded. The signals were baseline-corrected in a period of 200 -100 ms before the peak of the spike. Afterwards, the spikes were averaged for each detected clusters and clusters were merged if the scalp topography at the peak had a correlation higher than 0.9. Clusters with less than 15 single spikes were excluded from further analysis. Up to four spike-clusters, with the highest number of spikes were further analyzed. The spikes within each cluster were averaged to increase signal-to-noise ratio (Wennberg and Cheyne 2014) .
Previously published, large-scale studies showed that although patients with focal epilepsy may have several interictal spike-clusters, analysis of the dominant cluster accurately localized the EZ (Brodbeck et al. 2011 ). However, criteria for determining the dominant spike-cluster have not been defined until now. We 8 used two different criteria to determine which spike-cluster was dominant: quantitative and qualitative criteria. The quantitative criterion assumed that the cluster with much higher number of spikes, compared to the other clusters was the dominant one. Thus, we considered a spike-cluster as quantitatively dominant if it contained at least twice as many spikes as all other clusters. When none of the identified clusters fulfilled this criterion, the patient was considered multifocal. The qualitative criteria aimed at reproducing the clinical reasoning, according to which each information is set into the broad clinical context, and weighed against all other data. Selection of the qualitatively dominant spike-cluster was done after completion of the automated analysis, by a physician in charge with the presurgical workup of the patients, and hence un-blinded to the clinical context.
Individual head model and inverse solution
For each patient, an individual head model with a 1x1x1mm resolution was constructed from the T1-weighted MR image. The head model consisted of six different tissues (scalp, skull, cerebrospinal fluid, grey matter, white matter and air) (Montes-Restrepo et al. 2016; Strobbe et al. 2016) . To this end, each tissue probability map was estimated in the statistical parametric mapping software (SPM12). After smoothing, the maps were combined to form the head model. The skull thickness was set to a minimum of three voxels to ensure that no skull holes existed in the head models. The electrodes were placed on the head-model using the following procedure: 1) a 3D model was generated of the head model; 2) the nasion, inion and electrodes T7/T8, FT9/10, TP9/10 were marked on the 3D model; 3) the distances between the marked points over the surface of the head was used to place the other electrodes at inter-distances defined according to the 10-20 system; 4) visual inspection of the electrodes was done and if necessary individual electrodes were slightly moved to ensure correct placement of each electrode. (In some cases, we noticed that the position of electrodes P3 and P4 was slightly too lateral: because of the head curvature at that position the algorithm put them a bit too lateral. In these cases, we moved the electrodes slightly more central, but never more than 1cm. For all other electrodes the positioning was kept as calculated).
Afterwards, dipoles were placed in the gray matter with 3 mm spacing and the finite difference method was used to compute the leadfields that describe the relation between the current dipoles in the gray matter and the measured scalp EEG (Hallez et al. 2005; Strobbe et al. 2014; Vanrumste et al. 2001 ).
The source of each spike-cluster was localized at the half-rising time and at the peak of the spikes using sLORETA as inverse technique (Pascual-Marqui 2002).
ESI reporting format
The Epilog ESI reports summarized the results of the automated analyses. Supplementary documents A and B show examples of ESI reports. The first page gives an overview of the detected spike-clusters together with the spike lateralization, spike timing and spike interval diagram. Then, for each cluster, the averaged and the ten most representative spikes are shown in both referential and bipolar montages. In the next pages, the EEG source localization at half-rising time and at peak are shown, both for the averaged spike and for 100 single spike-events that have most similar morphology compared to the averaged spike.
After completing the automated analyses, ESI reports were forwarded to the physician, who evaluated the automatically detected clusters, classifying them as epileptiform or non-epileptiform (artifacts), and then the qualitatively dominant clusters were identified as described above. In addition, depending on the clinical context, the physician could choose the ESI either at the half-rise time or at the peak.
This procedure resulted in two sets of results: those derived from the fully automated process (automated ESI, quantitative determination of the dominant cluster and analysis always at the half-rise time) and the results of the semi-automated approach (automated ESI, then selection of the dominant cluster and of the analysis time-point by the physician, in the clinical context). Non-dominant clusters and especially artifacts were more widely scattered than the spikes of the dominant clusters. This was taken into consideration when assessing the analysis reports. Three check boxes were included for each cluster (genuine spike, artefact, physiological) allowing the clinician to interpret and classify the clusters.
Reference standard
For evaluating the accuracy of the ESI, we used as reference standard the resected area and the outcome one year after surgery. All locations were determined at sub-lobar level . Patients 10 with several clusters but without a dominant cluster were considered multifocal. Although distributed source models (such as sLORETA) result in spatially extended sources, similar to previous studies (Brodbeck et al., 2011) we determined the location of the sources at the maxima automatically indicated by the crosshair in the source images. When this was inside the resected region, the localization was considered positive. Patients were considered seizure-free if they were Engel class I, at one year post-operative follow- 
Outcome measures
We calculated sensitivity, specificity, overall accuracy, positive predictive value (PPV), negative predictive value (NPV), and Odd's Ratio (OR) according to the conventional formulae: 95% confidence interval (95% CI) of a parameter was determined based on its standard error: where 1.96 expresses the normal distribution measure for 95% confidence interval. It could be used to measure intervals of sensitivity, specificity, accuracy, PPV and NPV (Griner et al. 1981; Mercaldo et al. 2007 ). However, calculation of 95% CI for OR was done according to the definitions described below (Bland 2000) :
Results
Out of 42 consecutive operated patients fulfilling the inclusion criteria, one patient was excluded due to the lack of a suitable MRI (Figure 2 ). For this patient only CT imaging was available and not MRI. Data of 41 patients were analyzed (24 female; age: 12-55 years, median: 43 years, duration of analyzed EEG recording: 29±3.9 hour). Fourteen patients (34.1%) had normal MRI. Twenty-eight patients (68.3%) had temporal and 13 patients (31.7%) had extratemporal resections (six frontal, two parietal, two occipital, one mesial parieto-occipital, one insular and one operculo-insular resection). Twenty-five patients (61%) were seizurefree at one year follow-up.
In two patients, no interictal epileptiform discharges occurred during the LTM. Twelve patients had a single spike-cluster. In 22 patients, a dominant spike-cluster was identified using the quantitative criterion. In five patients with multiple clusters, none of them fulfilled the quantitative criterion for dominant cluster, and were classified as multifocal (thus discordant with the resection site). Figures 3 and 4 show the results of the ESI of a patient with temporal and respectively extratemporal focus.
Supplementary document C details the results for all patients. Table 1 summarizes the outcome measures. Using the fully automated method (quantitatively defined dominant cluster and analysis at half-rise time) gave an accuracy of 61%. In the semi-automated method, where physicians were allowed to choose the dominant cluster and the time-point of analysis (half-rise or peak) but still with automated detection and ESI, yielded an accuracy of 78%. The physician changed the choices of the fully automated method in seven patients (in one case the analysis time-point, in two cases the dominant cluster and in four cases both the time-point and the dominant cluster) (Supplementary document C). Although artifacts were often detected, they rarely were the quantitatively dominant clusters. In three of the cases where the users overruled the quantitatively dominant spike, this was due to artifacts.
Discussion
In this study, we validated the performance of automated long-term EEG analysis (van Mierlo e al. 2017) to localize the EZ. The algorithm detected interictal epileptiform discharges in the long-term EEG, clustered them and subsequently localized them using a realistic, patient-specific head model, built from the patient's MRI. The results were summarized in a concise report that was evaluated by a physician who was in charge with the presurgical evaluation of the patients. We evaluated two ways of implementing the automated ESI: a fully automated approach (quantitatively defined dominant cluster, analysis at half-rise) and a semi-automated approach, in which the physician was allowed to choose the dominant cluster and the analysis time-point (half-rise or peak). The fully automated approach yielded an accuracy of 61% (sensitivity: 60%, specificity, 63%). The semi-automated approach had better results (accuracy: 78%; sensitivity: 88%, specificity: 63%).
There are several important differences with respect to the previous study of automated ESI (van Mierlo et al. 2017) . First of all, in this study, analysis was done completely blinded with respect to patients' outcome.
Only the anonymized, unmarked EEG recordings and T1-weighted MRI were included into the analysis dataset. The ESI-reports were made without any prior information and sent to the treating clinician, and 13 then compared with the reference standard. Furthermore, the dataset used in this study was recorded in a different epilepsy center than those where the algorithm was developed, meaning that there is clear separation between the data used to develop the algorithm and the data used in this study to validate its performance. The algorithm was fixed upfront and was not tweaked based on the validation data. In this study, the concordance with the resection site (inside or outside the resected area) was used instead of the distance to the border of the resection to assess the clinical utility of the method.
An important finding of this study is that it identified two aspects that could not be optimally automated, and that needed intervention (decision) by the physician: the choice of the dominant cluster and the analysis time-point. This user-intervention was post-analysis, it was not time-consuming and did not need special expertise in signal analysis, since that part was automated. However, this step introduced subjective decisions and information outside ESI into the semi-automated analysis. This is a potential source of bias and we would like to point out that it is an important limitation of the semi-automated method.
In all large studies in literature, the EZ was estimated by localizing the dominant spike-cluster (Brodbeck et al. 2011; Lascano et al. 2016 ). However, the term "dominant cluster" was never precisely defined. We built the fully automated method on the assumption that the cluster with the highest number of spikes is the dominant one. Our results showed that this was not always the case.
In this study, we use both a quantitative and qualitative definition of the dominant cluster, demonstrating that interpretation of the ESI results based on the clinical context, improves its performance. This is in accordance with the clinical decision process in which data are weighed against all other available data.
Moreover, since the frequency of spikes in different clusters can change significantly throughout the longterm monitoring (Scherg et al. 2012) , the timing of the analyzed recording determines which cluster is quantitatively dominant: a cluster can contain many spikes one day, can only have few spikes the next day.
In our study the mean duration of the EEG that was analyzed was 29 hours. This ensures that a more general view of the occurrence of spikes was achieved compared to short recordings of 30 minutes to 1 hour. 14 The other aspect that needs assessment by the physician is the time-point of the analysis. The half-rising time has previously been suggested as an ideal choice, because it is closer to the onset and the signal-tonoise ratio (SNR) is satisfactory in most clusters (Lantz et al. 2003) . A problem with this strategy is that the spikes are averaged aligned to the peak time-point. Even within the same cluster, the morphology and duration of single spikes can vary. The further away from the peak the analysis is performed, the more variance (jitter) is introduced into the averaged signal ( Figure 5 ). This is consistent with a previous study that found source localization more reliable at the peak than at onset, in a sub-group of patients (Mălîia et al. 2016) . Although the signal of the peak can be generated by brain areas to which the epileptic activity propagates from the EZ, peak has some advantages: the signal-to-noise ratio at the peak is higher than the one of the onset and half-rising, and, the jitter is lower, since spikes are averaged aligned to the peak. This explains why in five patients in this study, a better result was obtained at the peak of the spike compared to the half-rising time.
Because there is no reliable objective (automated) way to determine which cluster is the dominant one, and whether ESI is better at half-rise or at peak, optimally these decisions are taken by the physician, in the clinical context. This approach improves the performance of the automated ESI. Because the ESI reports include all necessary information for the clinicians, only a short time investment is necessary to make these choices. This removes the significant time-burden of the analysis process, and makes this approach feasible in a busy clinical setting.
Due to their architecture and the closed fields, spikes confined to amygdala and hippocampus do not generate signals of amplitude high enough to cross the scalp and these signals are not recorded by scalp electrodes, thus, these generators cannot be localized. This is an intrinsic limitation to any source imaging method. The maxima (cross-hair) of the mesial temporal sources we detected (like the one in figure 3) were in the nearby neocortical structures in the mesial part of the temporal lobe: the parahippocampal gyrus and the fusiform gyrus. Due to averaging of large numbers of spikes within each cluster, the signal-tonoise ratio is considerably improved, making possible localization of signals of lower amplitudes (like the middle third of the spike). This is in accordance with previously published large-scale studies that localized mesial temporal sources using distributed source models (Brodbeck et al., 2011) .
The performance of EEG source imaging for localization of the EZ has previously been evaluated in several studies (Table 2) . Brodbeck et al. 2011 indicated a sensitivity and specificity of 66% and 59% (n=98) using low density EEG recordings, which increased to 84% and 88% (n=52) using high density EEG. analyzed low density ESI and they reported the values of 70% and 100% for sensitivity and specificity when peak of the first cluster was analyzed. By considering the first two clusters however, the sensitivity increased to 79% and specificity decreased to 75%. A recently published prospective study using the same electrode-array (IFCN 25 electrode array) found that ESI had an accuracy of 57-62%, which was in the same range as the conventional neuroimaging: MRI (55%), PET (33%) and SPECT (40%) (Sharma et al. 2018 ). This emphasizes the need for multimodal approach, since none of the methods achieves a sufficient accuracy on its own. Mégevand et al. 2014 and Lascano et al. 2016 used HD-ESI which lead to sensitivity and specificity of 80% and 59% (n=32) or 88% and 47% (n=58), respectively. However, working with HD EEG recording requires its specific setup, which is not broadly available. A potential bias in the HD-EEG is related to the patient-selection, since patients without spikes in the long-term monitoring, are typically not referred to the short duration (30-60 minutes) HD-EEG recordings. This might have led to an overestimation of its performance, since normal EEG recordings were not included into the evaluation of HD-EEG.
The performance of the ESI methods, including the automated methods described in this paper, are compatible (or even better) than the conventional neuroimaging methods (Supplementary document D) .
Nevertheless, each method delivers part of the complete picture. We cannot tell up front which investigation will be meaningful in which patient. Therefore, the inclusion of more techniques in the presurgical evaluation is beneficial for the localization of the EZ.
The added value of ESI could not be inferred from our retrospective dataset. Our study addressed the accuracy and not the clinical utility. A recently published systematic review and IFCN guideline on the utility of EEG in diagnosing and monitoring epilepsy (Tatum et al., 2017) concluded that in spite of the compelling 16 published evidence for the accuracy of ESI, there is lack of evidence for its clinical utility (i.e. diagnostic added value). Prospective studies, in which the multidisciplinary epilepsy surgery team makes first a preliminary decision blinded to the ESI data, and then modifies the decision based on ESI data are needed to elucidate the clinical utility of ESI.
The input data to our automated ESI (long-term EEG using ≥ 25 electrodes and T1-weighted MRI) are largely available in most centers doing presurgical evaluation, this method can be added to the multimodal workup without additional time-burden. We hope that automating the analysis pipeline will contribute to increased utilization of ESI in the epilepsy centers.
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